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ABSTRACT
Objective To prospectively compare ultrasound (US)
versus CXR for confirmation of central vascular catheter
(CVC) placement. Secondary objective was to determine
the incidence of pneumothorax (PTX) and compare US
with CXR completion times.
Methods Investigators performed the US saline flush
echo test, and evaluated each anterior hemithorax for
pleural sliding with US after subclavian or internal
jugular CVC placement.
Measurements and main results 151 total (135 in
the emergency department, 16 in the intensive care unit)
patients after CVC placement, mean age 62.1
±15.6 years and 83 (55%) female patients. The rapid
atrial swirl sign ( RASS) was ultrasound finding of an
immediate appearance of turbulence entering the right
atrium via superior vena cava after a rapid saline flush of
the distal CVC port. RASS was considered ‘negative’ for
CVC malposition. US identified all correct CVC
placements. Four suboptimal CVC tip placements were
detected by CXR. US identified three of these
misplacements (McNemar exact p value >0.99). There
were no cases of PTX or abnormal pleural sliding by
either CXR or US. Median times for US and CXR
completion were 1.1 (IQR 0.7) minutes and 20 (IQR: 30)
minutes, respectively, median difference 23.8 (95% CI
19.6 to 29.3) minutes, p<0.0001.
Conclusions PTX and CVC tip malposition were rare
after US-guided CVC placement. There was no
significant difference between saline flush echo and CXR
for the identification of catheter tip malposition. Benefits
of US assessment for complications include reduced
radiation exposure and time delays associated with CXR.

INTRODUCTION
Central vascular catheters (CVCs) are widely used
in the management and resuscitation of critically ill
patients in emergency departments (EDs) and
intensive care units (ICUs). Common indications
for CVC placement include the need for vasopres-
sor agents or multiple simultaneous medications,
central venous monitoring or inadequate peripheral
venous access. Mechanical complications of CVC
insertions are well known, and can be minimised
with ultrasound (US) guidance. However, successful
venous catheterisation does not guarantee optimal
positioning of the distal CVC tip, and even with
US guidance, there may be concerns for an iatro-
genic pneumothorax (PTX). Physicians and nurses
may be reluctant to use the CVC until correct CVC
placement has been confirmed, thus, introducing
delays in the care of critically ill patients. A
post-CVC placement CXR is routinely obtained to

evaluate for PTX and determine if the distal CVC
catheter tip is positioned proximal to the right
atrium of the heart as intended.
CXR use involves exposure to ionising radiation,

and requires an available X-ray technician for
image acquisition and image processing. This may
result in a delay in care while the clinician waits to
verify CVC positioning by CXR before the catheter
can be used. Furthermore, the bedside CXR is
usually performed on supine patients, an approach
that can lower its accuracy in detecting PTX.1–11

US involves no radiation exposure, and is immedi-
ately available to the treating physician for inter-
pretation. US has been shown to be more accurate
than CXR for PTX detection in supine
patients.1 2 8

Several research studies have used varied US
approaches to detect CVC positioning after sub-
clavian (SC) and internal jugular (IJ) CVC place-
ment and PTX. Some studies focused on the direct
US identification of the distal CVC tip near to or
within the right atrium or the aberrant placement
within an IJ or SC vein.12–14 Others indirectly iden-
tified venous insertion and distal CVC tip location
near the right atrium by the rapid entry of turbulent
flow into the right atrium after agitated saline or
rapid saline flush of the distal CVC port. Delayed
and weak turbulence suggests aberrant venous place-
ment whereas complete lack of turbulence is con-
cerning for arterial CVC placement.15–21 Based on
previous research experience, our study group
noted no cases of intracardiac CVC tip positioning,
and CVC tips were routinely within the superior
vena cava or left innominate vein regions on CXR.
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Key messages

What is already known on this subject?
Numerous studies have shown that the safety and
success of central vascular catheter (CVC)
placement are improved with ultrasound (US)
guidance. CXRs are routinely performed after CVC
placement to look for pneumothorax and
positioning of the CVC tip. Few studies have
compared US with CXR for the confirmation of
CVC placement and identification of complications.

What might this study add?
Our study suggests that catheter malposition and
pneumothorax are uncommon. US can rapidly
confirm CVC position, thereby reducing delays in
using CVC and CXR radiation exposure.
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These locations do not allow for direct visualisation of the CVC
tip with basic cardiac US views. We, therefore, used a surrogate
marker of CVC tip position (rapid entry of turbulence into the
right atrium after CVC flush).19 The inter-rater agreement for
interpreting the saline flush echo was good.19

The primary aim of the study was to compare US with
bedside CXR (reference standard) for the confirmation of CVC
placement. The secondary aims were to compare PTX detection
by both modalities and US and CXR completion times.

METHODS
This was a prospective observational diagnostic cohort study.
The hospital institutional review board approved the study
protocol and granted waivers of informed consent and
authorisation.

Study design and setting
We enrolled patients between November 2013 and March 2015
in an academic ED.

Selection of participants
Inclusion criteria: age ≥18 years and CVC was inserted via the
IJ or SC approach. We excluded patients with an indwelling
intravascular device, known superior vena cava syndrome,
inadequate US windows, high acuity traumatic conditions and
investigator awareness of post-CVC CXR findings prior to US.
We enrolled a convenience sample of patients subject to study
investigator availability.

Methods and measurements
All SC and IJ CVC procedures were performed with the
Seldinger technique, and were followed by CXR evaluation
according to standard medical practice at our institution. The
CVCs were either the triple-lumen 16 cm CVC (ARROWgard
Blue; Teleflex, Research Triangle Park, North Carolina, USA) or
a 20 cm catheter (PreSep; Edwards Lifesciences, Irvine,
California, USA). We used a 3–5 MHz phased array transducer
for cardiac imaging and a 5–10 MHz linear transducer for
pleural imaging on a Philips Sparq US machine (Philips
Healthcare, Andover, Massachusetts, USA).

CVC placements received saline flush echo and pleural sliding
US assessments directly by, or under direct supervision of, a
study investigator. The US did not interfere with the ongoing
medical management of any patient. Treating physicians contin-
ued the routine practice of ordering a CXR after CVC place-
ment. If an X-ray technician was present and ready to perform
the CXR during the US, the study investigator yielded and
allowed CXR to proceed before completing the US examin-
ation. Treating physicians were informed of any concerning US
findings noted by the investigators.

US intervention
Saline flush echo protocol
After CVC placement, investigators obtained an echocardio-
graphic four-chamber apical or subcostal window. An assistant
(physician or nurse) flushed the distal CVC port with 10 mL of
0.9% saline. The rapid atrial swirl (RAS) was defined as the US
appearance of turbulence entering the right atrium from the
superior vena cava immediately (subjectively estimated within
2 s) after the saline flush of the CVC distal port and migrating
towards the right ventricle. The rapid saline flush and the start of
echo video acquisition were simultaneous. This technique was
used in previous studies.18 19 Intracardiac CVC tip positioning

was considered if the turbulence first appeared in the right
ventricle or migrated into the right atrium via the tricuspid valve.

Pleural sliding protocol
We used a linear transducer to evaluate the right and left hemi-
thorax for pleural sliding after the CVC placement. All patients
remained in the supine position for the placement of CVC and
US. The presence of pleural sliding along the mid clavicular line
of the right hemithorax and along the anterior axillary line of
left hemithorax was considered index test negative for PTX.
The absence of definite pleural sliding on the side of CVC
placement was considered positive for PTX.

Outcomes
The CXR was the reference standard. Board-certified radiolo-
gists reviewed each CXR, and provided a standard report on the
CVC tip location and presence or absence of PTX. Radiologists
were unaware of US findings, and at the time of US perform-
ance, investigators were blind to any CXR images and report.
We used previously published guidelines to designate the target
zone for optimal CVC tip positioning on CXR.22–24 The
optimal distal CVC tip position for left-sided insertions was
either the left innominate vein or distal SVC, and the distal
superior vena cava (SVC) for right-sided CVC insertions.
Intracardiac CVC tip positioning was considered incorrect or
misplacement.

Physicians inserting CVC reported on any difficulty with place-
ment, including multiple needle insertion attempts, difficulty
passing the guide wire and difficulty flushing any of the CVC
ports. The timing of the post-CVC placement CXR was done
according to routine practice and influenced by the availability of
the radiology technicians and clinical urgency. Study investigators
performing US contemporaneously interpreted the findings.

US performance was timed. Time to CXR completion was
defined as the image acquisition time documented in our hospi-
tal’s picture archiving and communication system (Stentor;
Philips Healthcare, Andover, Massachusetts, USA).

ANALYSIS
The sample size was calculated by the method described by
Buderer.25 Assuming a 98% sensitivity of US to detect catheter
tip malposition, a CI of 10% and a 5% prevalence of catheter
tip malposition,26 we calculated a sample size of 151 patients.
The data are summarised as counts and percentages, means and
SDs, or medians and IQRs, depending on the data type and dis-
tribution. Ninety-five per cent CIs are presented when appropri-
ate. The classification of catheter tip malposition by CXR and
US were compared using the McNemar exact test. Time to US
and CXR completion were compared with the Wilcoxon
signed-rank test as these data were not normally distributed.
Two-sided p values <0.05 were considered statistically signifi-
cant. All analyses were conducted with the StatsDirect software
V.3.0.133 (StatsDirect, Cheshire, UK).

RESULTS
Study characteristics
We enrolled 156 patients, mean age 62.1±15.6 years and 83
(55%) female patients. Four patients were excluded because of
poor cardiac US images, and one was emergently taken to ICU
before US could be performed, and we did not record further
data on these patients. Forty-two (27.8%) patients were mech-
anically ventilated during CVC placement. Emergency physi-
cians performed CVC placements. Physicians at a 3-year
emergency medicine training programme did the majority of
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CVC placements. Emergency medicine board-certified physi-
cians placed 29 CVCs. The majority of CVC placements, 135
out of 151 (89.4%), occurred in the ED and 16 out of 151
(10.5%) in the ICU. Clinical characteristics of patients and
details of the CVC procedures are shown in table 1.

Main results
Four suboptimal CVC tip placements were detected by CXR.
US identified three of these misplacements. The corresponding
McNemar exact p value was >0.99, signifying no difference
between US and CXR for identifying CVC malposition (see
table 2).

Of the four malpositioned CVC tips detected by CXR, three
were US-guided right IJ CVC insertions, and one was inserted
into the right SC vein without US guidance. None of the CVC
malpositions were arterial insertions. Saline flush echo test indir-
ectly detected three of the four CVC malpositions. There was
one false negative: one right IJ CVC placement had its distal tip
in the right IJ (by CXR), but there was turbulence that quickly
entered the right atrium during the saline flush echo test. There
were no CVC-related clinical complications in this patient, and
the CVC was later changed in the ICU. There were no PTX
cases by CXR or US.

The median time between CVC placement and CXR comple-
tion was 20 (IQR 30) minutes.

The median time for performance and interpretation of both
US assessments was 1.1 (IQR 0.7) minutes. The median differ-
ence for CXR versus US completion by the Wilcoxon
signed-rank test was 23.8 (95% CI 19.6 to 29.3) minutes,
p<0.0001 (figure 1).

Clinician-reported challenges with CVC placement occurred
in 5 out of 151 (3.3%) CVC placements. All challenges involved
3–5 needle insertion attempts, but none involved difficulties
with the passage of the guidewire. None of these challenging
cases resulted in CVC malposition.

DISCUSSION
The use and reliance on post-CVC placement CXR entails add-
itional ionising radiation exposure, cost, personnel and
resources with potential time delays to CVC use or clinical man-
agement when compared with bedside US. We showed that this
US evaluation, performed after CVC placement, was highly spe-
cific for CVC malposition and for PTX detection. The inci-
dences of both CVC malposition and PTX were rare in our
cohort, suggesting that this post-CVC placement US evaluation
may be an important risk-stratification tool for prioritising and
limiting CXR use after the CVC placement.

The saline flush echo component of the post-CVC US assess-
ment helps in confirming that there is venous placement of the
CVC. In a study by Horowitz et al, arterial placement of
femoral catheters was associated with the absence of turbulence
within the right atrium after saline flush. However, femoral
venous catheterisation was associated with the rapid onset of
turbulence within the right atrium after saline flush.20 In add-
ition, the rapidity of onset of turbulence within the right atrium
correlates with the proximity of the distal CVC tip to the right
atrium. Previous studies have shown that delays or absence of
turbulence were associated with aberrant CVC tip position-
ing.16 18 19 Although other studies use 2 s as the cut-off for
rapid appearance of turbulence with the saline echo technique,
we have noticed that optimally positioned CVC displayed turbu-
lence within 1.1 s of the rapid saline flush.19

In related studies, the goal was direct US visualisation of the
CVC catheter. The approach looked at the junction of the right
atrium and the distal superior vena cava for direct visualisation
of the CVC tip. CVC distal tips detected in the right heart were
considered too deep and defined as ‘intracardiac’ malposition-
ing. The US also looked at bilateral IJ and SC veins to detect
aberrant ‘intravascular’ CVC positioning.12 13 The definition of
correct versus incorrect CVC tip positioning, however, differed

Table 1 Characteristics of subjects, and IJ and SC CVC placements

Clinical characteristics

Age, mean (SD) year* 62.1 (15.6)
Female 83 (55%)
Systolic BP (mm Hg) median (IQR) 104 (38)
Diastolic BP (mm Hg)
median (IQR)

59 (28)

HR (bpm)
mean (SD)

97.2 (20.4)

Mechanically ventilated (%) during testing 80/151 (51%)
Type of CVC
Triple lumen 107 (70.9%)
PreSep 44 (29.1%)

CVC insertion site Right IJ: 105 (69.5%)
Left IJ: 32 (21.1%)
Right SC: 8 (5.3%)
Left SC: 6 (4.0%)

Depth of CVC median (IQR) (cm)
Overall 15 (1)
Triple lumen 15 (0)
PreSep 19 (4)

Ultrasound guidance for CVC placement 140/151 (92.7%)

*All mean values are given with SD; median values with IQR.
†Triple Lumen if ‘hubbed’ =16 cm mark; PreSep if ‘hubbed’=21 cm mark.
CVC, central vascular catheter; IJ, internal jugular vein; SC, subclavian.

Table 2 CXR for central vascular catheter tip location

Saline flush echo test Correct Malposition Total

Correct 147 1 148
Malposition 0 3 3
Total 147 4 151

Figure 1 Box and whisker plot comparing the time to test
completion for chest radiograph versus the ultrasound assessment. The
scale of this figure excludes six outliers who had their chest radiograph
completed between 245 and 776 min.
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slightly in various reports. Zanobetti et al reported that 98 of
the 201 CVC evaluated were detected either in the right atrium
or at the junction of the superior vena cava and the right
atrium. These were considered correct placements per the
research protocol.14 In our study, RAS was defined as the entry
of turbulence into the right atrium. Although the direct identifi-
cation of CVC tip is not the primary use of this saline flush
echo test (a surrogate test of CVC position), an indirect identifi-
cation of intracardiac CVC tip location is suggested by initial
appearance turbulence within the right ventricle or right atrium.

Our study did not investigate the clinical outcomes associated
with the four malpositioned CVCs. One was removed later in
the ICU, and the other catheters were used for fluid administra-
tion. There were no clinical complications related to CVC mal-
position in these three cases. In the study of 1619 patients by
Pikwer et al, there were few clinical complications of the 53
malpositioned catheters.27 In this study, the authors suggested
that post-CVC CXR use be reserved for cases where central
venous pressure monitoring was the primary indication for
placement, aspiration of venous blood was not possible, mech-
anical complications were difficult to exclude and vascular
injury was possible especially with high pressure and flow infu-
sions or the fluid infused was caustic to the veins.

PTX detection
We compared US with portable CXR for PTX detection in
patients in the supine position. Although we did not calculate
test characteristics of US for PTX because there were no cases of
PTX in our cohort, multiple studies have demonstrated that US
is indeed highly sensitive for PTX. In fact, portable CXR has a
significantly lower sensitivity than thoracic US,1–8 even in imme-
diate postprocedural evaluations.9–11 None of our patients devel-
oped subsequent PTX during the hospital course. Our findings
support Agency for Healthcare Research and Quality (AHRQ)
assertions that US-guided CVC placement is an important
patient safety practice leading to a reduced rate of iatrogenic
PTX. Although we cannot comment on the performance of US
identifying PTX in our cohort, it has been well established that
US has better diagnostic accuracy for PTX than CXR.

Time to CXR completion
In our study, US completion time was defined as the time inter-
val between starting the US (transducer placed on the chest) to
the end of the last recorded images. We defined CXR comple-
tion time as the interval between electronic order entry for
CXR and portable CXR completion. These variables were well
defined by electronic audit. We did not include the other
defined time-points that influence treating physicians’ awareness
of CVC status such as the time the treating physician viewed the
CXR, time to completion of the radiologist’s report or time to
awareness of the radiologist’s interpretation. This design biases
our findings towards the earliest possible CXR interpretation,
though in practice, the time to confirmation of CVC placement
and evaluation for PTX were likely to be significantly longer.
Other research studies have used CXR interpretation by radi-
ology services as the endpoint.13–16 18 We report on the time to
US completion because there was immediate availability of US
(the majority of CVC insertions were performed with US guid-
ance), and the same physicians acquiring the US images also
immediately interpreted the findings. A recent study involving
the saline flush test and pleural sliding assessment after CVC
placement noted that US confirmation of CVC placement was
37 min earlier than CXR.21

LIMITATIONS
Our study has several limitations. Direct visualisation of the
CVC tip by US is only feasible if the tip is at the SVC/right
atrial junction. US cannot directly detect aberrant CVC tips in
an SC or IJ. The majority of correct CVC placements are within
the SVC or the left innominate vein, and thus, are not directly
visualised by transthoracic US. Rather, the saline flush echo tech-
nique is a surrogate test of CVC placement, and infers SVC or
innominate venous positioning of the CVC tip when turbulence
rapidly enters the right atrium immediately after saline flush of
the distal CVC port. In the study by Vezzani et al, the US survey
included direct IJ and SC views, and direct views of the heart
looking for CVC tip, followed by contrast-enhanced views of
the heart and pleural sliding assessments. This more comprehen-
sive survey, however, took an average of 10 min.18

The diagnostic accuracy of US for locating CVC placement
can be improved by including direct IJ and SV views to the
saline flush echo technique. A modified US technique using
saline flush echo with the option of direct IJ and SC views
reserved for dubious cases of CVC placement.

It is possible that our research study was underpowered. We
estimated 5% prevalence of CVC malposition based on the pre-
vious study by Ruesch et al26; however, only 2.6% of our CVC
cohort were malpositioned. In a report by Pikwer et al,27 the
incidence of CVC malpositioning, defined as intraventricular or
extrathoracic, was 3.3%.

We did not have any cases of PTX, and therefore, did not cal-
culate the test characteristics of US to detect PTX in our cohort.
There were no false-positive PTX by US. Previous studies of
internal jugular and SC CVC placement have shown a low rate
of PTX.26

Our research setting may lead to results that are not generalis-
able. The existence of a well-established emergency US pro-
gramme may have impacted our study results. The availability
and timeliness of CXR in our academic ED at a level-1 trauma
centre may differ significantly from the community ED or
inpatient settings. In our centre, CVC use took place immedi-
ately after CVC placement as venous placement was usually
highly successful after US-guided CVC insertion. As such, we
did not report on the actual time between CVC placement and
CVC use. The CXR was performed for routine practice, and
the impetus for the study at our institution was to determine the
potential for US to reduce delays and resources associated with
ubiquitous CXR use. In the ED, vascular access is usually the
primary indication for venous CVC placement. In the critical-
care setting, CVC placement for central venous monitoring and
blood sampling may have higher priority for CVC tip location
in the superior vena cava. At another institution, the benefits of
rapid US confirmation of CVC placement may be more pro-
nounced if delays in critical care were reduced.

Prospective studies involving the use of this US protocol at
multiple centres will help assess the generalisability of the
approach, its cost-effectiveness and its accuracy in determining
CVC placement.

CONCLUSIONS
In our study, US performed similarly to CXR for the detection
of malpositioned SC and IJ CVCs. Confirmation of adequate
position by US was completed in a significantly shorter time to
CXR and without the use of ionising radiation. Our results
suggest that lack of confirmation of adequate CVC placement
by the saline flush echo test should prompt further evaluation
by CXR. We saw no cases of PTX in our patients with CVC
placement performed by ED staff.
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