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ABSTRACT
Background Concerns over high transmission risk of 
SARS- CoV-2 have led to innovation and usage of an 
aerosol box to protect healthcare workers during airway 
intubation in patients with COVID-19. Its efficacy as a 
barrier protection in addition to the use of a standard 
personal protective equipment (PPE) is not fully 
known. We performed a simulated study to investigate 
the relationship between aerosol box usage during 
intubation and contaminations on healthcare workers 
pre- doffing and post- doffing of PPE.
Methods This was a randomised cross- over study 
conducted between 9 April to 5 May 2020 in the ED 
of University Malaya Medical Centre. Postgraduate 
Emergency Medicine trainees performed video 
laryngoscope- assisted intubation on an airway manikin 
with and without an aerosol box in a random order. 
Contamination was simulated by nebulised Glo Germ. 
Primary outcome was number of contaminated front 
and back body regions pre- doffing and post- doffing of 
PPE of the intubator and assistant. Secondary outcomes 
were intubation time, Cormack- Lehane score, number of 
intubation attempts and participants’ feedback.
Results Thirty- six trainees completed the study 
interventions. The number of contaminated front and 
back body regions pre- doffing of PPE was significantly 
higher without the aerosol box (all p values<0.001). 
However, there was no significant difference in the 
number of contaminations post- doffing of PPE between 
using and not using the aerosol box, with a median 
contamination of zero. Intubation time was longer with 
the aerosol box (42.5 s vs 35.5 s, p<0.001). Cormack- 
Lehane scores were similar with and without the aerosol 
box. First- pass intubation success rate was 94.4% and 
100% with and without the aerosol box, respectively. 
More participants reported reduced mobility and visibility 
when intubating with the aerosol box.
Conclusions An aerosol box may significantly 
reduce exposure to contaminations but with increased 
intubation time and reduced operator’s mobility and 
visibility. Furthermore, the difference in degree of 
contamination between using and not using an aerosol 
box could be offset by proper doffing of PPE.

BACKGROUND
Since the outbreak of the novel coronavirus disease 
(COVID-19) in December 2019, healthcare workers 
around the world have been concerned about its 
high risk of transmission. COVID-19, caused by 
SARS- CoV-2, is transmitted primarily through 
respiratory droplets.1 Appropriate use of personal 
protective equipment (PPE) can significantly reduce 
the risk of transmission.2 However, interventions 
such as airway intubation and mechanical venti-
lation can potentially generate aerosols of virus- 
contaminated respiratory secretions.3 4 Aerosols can 

Key messages

What is already known about this subject
 ► The aerosol box was conceived during the 
COVID-19 pandemic to protect healthcare 
workers from exposure to viral contamination 
during aerosol generating procedures.

 ► Studies investigating its efficacy in reducing 
the amount of contaminations on healthcare 
workers are currently limited to small studies, 
or studies that measured airborne particles and 
not contaminations on healthcare workers.

What this study adds
 ► In this randomised cross- over study 
simulating aerosolisation during intubation, 
the aerosol box reduced droplet and aerosol 
contaminations on healthcare intubators 
personal protective equipment (PPE). However, 
post- doffing contaminations were similarly low 
between aerosol box and no aerosol box usage.

 ► The increased intubation time and restricted 
movement when using the aerosol box in our 
study corroborate prior research.

 ► The aerosol box should be used with caution. 
Clinicians should consider patient safety risks 
particularly in difficult airway or severely 
hypoxic patients, since contamination can be 
mitigated by proper donning and doffing of 
PPE.
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remain suspended in the air for prolonged periods and traverse 
larger distances, thus increasing the risk of transmission.5–7

Cases and deaths worldwide have continued to rise, and health-
care workers have been infected.8 9 In the hopes of protecting 
healthcare workers while performing an intubation, a Taiwanese 
anaesthetist (HY Lai) designed a transparent plastic box known 
as the ‘aerosol box’ that can be placed over a patient’s head.10 
This box potentially enables physicians to intubate patients while 
shielding themselves from exposure to viral contamination. 
Nevertheless, the use of such device may add another layer of 
complexity to performing airway intubation.11 Furthermore, its 
benefit as a barrier protection in addition to the use of a standard 
PPE is not fully known.

A simulation study by Canelli et al12 using fluorescent dye 
demonstrated the aerosol box reduced contamination on the 
intubator. However, this was a small study (n=2) and the 
authors noted that their simulation produced more droplets than 
aerosols. To further investigate the efficacy of an aerosol box 
as an additional barrier protection against aerosol and droplet 
contaminations, we performed a randomised cross- over simula-
tion study to compare the degree of contamination on the intu-
bator and assistant with and without the use of an aerosol box 
during airway intubation on a manikin.

METHODS
Study design, setting and participants
The randomised cross- over study was conducted from 9 April 
to 5 May 2020 at the ED of University Malaya Medical Centre 
(UMMC). UMMC is a university hospital in Kuala Lumpur, 
Malaysia, designated for screening and admission of patient 
with COVID-19 during the coronavirus pandemic. Participants 
were year 1 to year 4 postgraduate emergency medicine trainees. 
Enrolment was voluntary and all recruited trainees signed an 
informed consent form.

Participants were randomly allocated to sequence ‘AB’ (intu-
bation without aerosol box and then with aerosol box) and ‘BA’ 
(intubation with aerosol box and then without aerosol box) 
using computer- generated random numbers, block stratified by 
year of postgraduate training. One random allocation sequence 
was generated to assign the trainees as ‘intubator’ and another 
sequence as ‘assistant’. A person not directly involved in the 
study procedure carried out the intervention assignment to the 
trainees according to the random allocation sequence. The cross- 
over design had several advantages over a parallel- group design: 
it allowed each participant to serve as his or her own matched 
control, therefore reducing the within- subject variations; smaller 
sample size would be required to detect meaningful effect at the 
same level of statistical power as a parallel design; and partici-
pants in this cross- over trial could express their preferences by 
comparing their experiences of the two interventions.13 14

Interventions
All participants wore PPE in accordance to our hospital guideline 
for performing aerosol generating procedures in the manage-
ment of patients with COVID-19. The PPE consisted of a mask 
(surgical mask was used instead of N95 mask due to concerns for 
costs and availability), a liquid and particle protection coverall 
with hood, a face shield, shoe covers, a plastic apron and double 
layered gloves. Verbal instruction for the steps of donning and 
doffing of PPE was provided by a staff (blinded to the interven-
tions) with the aid of a video.

The aerosol box used in this study (figure 1) was a modified 
version of the original design by Lai.10 Each arm aperture was 

covered with a rubber glove that was cut into a square shape and 
secured with transparent parcel tape. A small hole was cut in the 
centre of the rubber glove barrier for access and tight seal around 
the intubator’s arms. A transparent plastic sheet was attached to 
the box to be draped over the patient’s (manikin) chest to limit 
dispersion of aerosols.

The study was performed in a patient bay in the ED. An airway 
manikin (Laerdal Airway Management Trainer) was placed on a 
trolley bed. The bed height was adjusted to the intubator’s pref-
erence prior to the procedure start time. The role of the assistant 
was to help in handling the intubation equipment from the right 
side of the manikin. Intubation equipment included a C- MAC 
(KARL STORZ) video laryngoscope with a size 4 Macintosh 
blade, a standard adult size bag- valve- mask, a size 7 endotracheal 
tube with a stylet in- situ, a PEEP valve, and a virus filter (online 
supplemental figure 1A). Prior to the start of the interventions, 
each participant had the opportunity to practice performing the 
video laryngoscope- assisted intubation with and without the 
aerosol box in the same simulation setting.

To simulate aerosolised contaminants, we used a single- use 
nebuliser chamber filled with 10 mL of Glo Germ solution 
(Moad, Utah) (online supplemental figure 1B). Glo Germ 
contains 1–5 µm melamine copolymer resin beads in mineral oil 
and can be visualised under ultraviolet A (UVA) light in darkened 
room. It has been used as surrogate measures of airway aerosol 
contaminants during intubation.15 The nebuliser chamber was 
taped near the manikin’s right angle of mouth and the air flow 
to the nebuliser was set to 5 L/min.

The intubator was first asked to place the bag- valve mask on 
the manikin to simulate preoxygenation. The intubator then 
removed the bag- valve mask and intubated the manikin. The 
intubator rated the Cormack- Lehane view. One of the study 
investigators (AZAZ), independently assessed the video laryn-
goscope Cormack- Lehane (VL- CL; assessor VL- CL) achieved 
by the intubators as comparison. The intubator was allowed to 
perform further intubation attempts if needed (without preoxy-
genation in between), until successful intubation was achieved. 
The Glo Germ nebulisation was set to flow from the time the 
intubator introduced the laryngoscope into the manikin’s oral 
cavity until the correctly placed endotracheal tube was connected 
to the ventilator tubing.

Each participant performed intubation twice (with and 
without the aerosol box) and performed the role of an assistant 
twice (with and without the aerosol box). Intervention periods 
were separated by an interval of about 2 hours to allow adequate 
time for cleaning of equipment and the room. No carry over 
effect was expected from the interventions.

Figure 1 The aerosol box design and dimensions.
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Outcome measures
The primary outcome measure was number of body regions 
contaminated. Measurement of contamination was performed by 
MZAMN, MAAA, MHMY, JYOC and BTA (who were blinded 
to the interventions), in a clean area immediately after the partic-
ipants had completed the intubation procedure. Body regions 
that contained any fluorescent stains of any size under UVA light 
were considered as contaminated (online supplemental figure 
1C). Body regions were divided into 15 regions on the front 
and 15 regions on the back (online supplemental figure 2). Eight 
comparisons for the primary outcome measure were performed 
(pre- doffing and post- doffing contaminations of the front 
regions and the back regions for the intubator and the assistant). 
Secondary outcome measures were frequency of contamination 
by body regions, VL- CL score, time to successful intubation 
(from the removal of bag- valve mask until correctly placed endo-
tracheal tube was connected to the ventilator tubing), number 
of intubation attempts, room contamination radius (defined as 
the furthest floor contamination distance from the nebuliser 
chamber), and participants’ feedback using a 5- point Likert scale 
rating on handling of equipment, visibility (Cormack- Lehane 
view) during performing the procedure, confidence in achieving 
successful intubation, degree of movement, and perception of 
risk of exposure to contamination.

Sample size
Sample size was calculated using G- power V.3.1.5. (Heine Hein-
rick University, Düsseldorf, Germany). As we wanted to perform 
eight comparisons for the primary outcome measure, the alpha 
value was adjusted to 0.00625 using Bonferroni correction of 
the significance level to protect against type I error. Based on the 
findings from Canelli et al,12 we estimated an effect size of 0.8 
(large effect size16) to detect a more clinically relevant difference 
in the number of contaminated body regions.

Using a two- tailed t test for matched pairs, alpha of 0.00625, 
beta of 0.05 and an effect size of 0.8, a total sample of 34 was 
required. A potential drop out rate of 20% made the estimated 
sample size 40. Our centre has 64 postgraduate emergency 
medicine trainees and we recruited the first 40 trainees who 
consented to participate in the study.

Statistical analysis
Data were analysed using SPSS V.26.0.0.0 for Mac OS. Partic-
ipant demographic data (age, gender, height, weight, body 
surface area, dominant hand, years of experience working in ED 
and postgraduate year of training) were analysed using descrip-
tive statistics. Continuous variables were tested for normality 
with Shapiro- Wilk test. For the primary and secondary outcome 
measures, continuous variables were analysed using paired 
samples t test or Wilcoxon signed rank test depending on the 
normality of data. Categorical variables were analysed using 
McNemar and McNemar- Bowker tests. A p value of<0.00625 
was considered as statistically significant for the primary outcome 
and a p value of<0.05 was considered as statistically significant 
for the secondary outcomes.

Patient and public involvement
Patients or the public were not involved in the design, conduct, 
reporting or dissemination plans of our research.

RESULTS
Participants
Forty participants were recruited into the study. Four partici-
pants were excluded after randomisation: one due to unavail-
ability of a suitable coverall size, and three due to inability to 
attend the study intervention periods (figure 2). A total of 36 
participants completed the study interventions. Characteristics 
of the participants are summarised in table 1.

Primary outcomes
The overall contamination results of intubators and assistants, 
and the primary outcomes are shown in table 2. There were 
significantly more areas of contamination found on the PPE of 
intubators and assistants (pre- doffing contaminations) without 
the aerosol box than with (median of 10.5–13 body regions vs 
6–9 body regions, all p values<0.001) (table 2). However, post- 
doffing of PPE, there was no significant differences between 
methods in the number of contamination areas (median of 
contamination areas was zero for both intubators and assis-
tants). Frequencies and percentages of participants by number of 
contaminated body regions are provided in online supplemental 
tables 1 and 2.

Secondary outcomes
The frequencies of contamination based on body regions of the 
intubators are presented in figure 3. With the use of the aerosol 
box, contaminations were most frequently found on the fore-
arms, hands and front torso of the intubators. The use of aerosol 
box significantly reduced the number of contaminations on the 
intubators’ PPE- protected face, head, neck, arms, thighs, legs 
and feet. However, post- doffing contaminations were found on 
the forearms of the intubators more frequently following the 
use of the aerosol box compared with no aerosol box, although 
the difference was not statistically significant. Contamination 
patterns of the assistants were similar to that of the intubators 
(see online supplemental figure 3).

There was no significant difference in VL- CL score reported by 
the participants when intubating with the aerosol box compared 
with no aerosol box (table 2). There was no significant differ-
ence in the VL- CL score between the assessor and the intuba-
tors. Compared with no aerosol box, the use of the aerosol box 
resulted in longer intubation time (42.5 s vs 35.5 s, p<0.001), 
lower first- pass success rate for intubation (94.4% vs 100%), 
and larger room floor contamination radius (1.62±0.59 m vs 
1.10±0.49 m, p<0.001).

Participants’ subjective rating of their experience is summarised 
in table 3. More participants reported better experience in intu-
bating without the aerosol box in terms of handling of equip-
ment, visibility, confidence in achieving successful intubation 
and degree of movement. However, the majority of participants 
perceived high risk of exposure with no aerosol box.

Correlation analysis yielded no statistically significant correla-
tions between the number of contaminated body regions and 
participants’ age, gender, height, weight, body surface area, 
dominant hand, years of experience, postgraduate training year 
and intubation time (online supplemental table 3).

DISCUSSION
It has been presumed that the aerosol box protects healthcare 
workers against droplet and airborne contaminations during 
intubation. Our simulation study found, as expected, that a 
significantly greater number of body regions were contami-
nated when performing intubation without the aerosol box 
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(pre- doffing contaminations). However, the study also demon-
strated that if PPE donning was done properly and there 
was no breach of PPE during the procedure, the risk of self- 
contamination was reduced. The non- significant difference in 
post- doffing contaminations between using and not using the 
aerosol box in our study suggests that the current standard PPE 
is adequate irrespective of whether additional barrier protection 
is applied or not. The importance of proper doffing has been 

previously demonstrated,17 18 and frequencies and patterns of 
post- doffing contamination in our study are similar to findings 
from previous studies investigating risks of self- contamination 
during PPE donning and doffing.19 20

The aerosol box may prevent the splashing of secretions and 
reduce the dispersion of aerosolised particles during the intu-
bation procedure. This, however, may depend on the aerosol 
box design, and healthcare workers may still be exposed in the 
post intubation period especially when the box is removed. A 
recent study by Simpson et al21 found that the use of the aerosol 
box resulted in higher airborne particle exposure compared with 
no device which continued after the device was removed, as 
measured with a particle counter placed near the laryngosco-
pist’s head. They noted clouds of aerosolised particles escaping 
through the arm openings of their aerosol box towards the 
laryngoscopist. The lower contamination rates in our aerosol 
box intervention suggests that the different design of our aerosol 
box with covered arm openings might have limited the leak of 
airborne particles from the box.

Whether greater amounts of contamination on PPE increase 
the risk of self- contamination during doffing has not been previ-
ously explored. In our study, the forearms were noted to be more 
frequently contaminated post- doffing of PPE when the aerosol 
box was used compared with no aerosol box. This could be due 
to a higher risk of self- contamination during doffing given that 
there would be more contaminants concentrated within the box, 

Figure 2 Participant enrolment and randomisation.

Table 1 Characteristics of participants

Variables N=36

Median age, year (IQR) 33 (31–34)

Male sex, no. (%) 11 (30.6%)

Mean body weight, kg (±SD) 65.2 (±15.0)

Mean height, cm (±SD) 162.3 (±6.7)

Mean BSA, m2 1.71 (±0.22)

Left- handed, no. (%) 6 (16.7%)

Mean years in ED, year (±SD) 5.6 (±2.0)

Postgraduate training level, no. (%)

  Year 1 16 (44.4%)

  Year 2 7 (19.4%)

  Year 3 3 (8.3%)

  Year 4 10 (27.8%)

BSA, body surface area calculated using the Mosteller formula.
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or due to breaches in PPE as was found in a recent study by 
Begley et al.22 We did not include breach in PPE during intuba-
tion procedure as one of the measures in our study. Although 
this would be an important risk of contamination, it might 
also confound result analysis as PPE breaches may also happen 
during doffing. Therefore, measure of contaminations may be a 
more important outcome.

Despite the intended benefits of an added barrier protec-
tion, it is important to consider how the barrier device might 
affect intubation performance of healthcare workers. A smooth 
intubation process necessitates having good visibility, adequate 
room for spatial manipulation of the intubation devices, and the 
operator’s confidence in handling the equipment to perform 
the procedure. The combination of these factors may influence 

Table 2 Primary and secondary outcomes

Outcomes
Without aerosol box
(N=36)

With aerosol box
(N=36) P value

Overall no. of contaminated participants*

Total no. of intubators with contaminations:

  Pre- doffing 36 (100.0%) 36 (100.0%)

  Post- doffing 13 (36.1%) 16 (44.4%) 0.607†

Total no. of assistants with contaminations:

  Pre- doffing 36 (100.0%) 36 (100.0%)

  Post- doffing 11 (30.6%) 9 (25%) 0.791†

Primary outcome

Number of body regions contaminated:

  Pre- doffing

   Intubator

    Front, median (IQR)‡ 13.0 (12.0–15.0) 9.0 (7.0–11.0) <0.001§

    Back, median (IQR)‡ 13.0 (12.0–13.0) 6.0 (4.0–8.0) <0.001§

   Assistant

    Front, median (IQR)‡ 12.0 (9.0–13.8) 7.0 (5.0–9.0) <0.001§

    Back, median (IQR)‡ 10.5 (6.0–13.0) 6.0 (4.0–8.0) <0.001§

  Post- doffing

   Intubator

    Front, median (IQR)‡ 0.0 (0.0–1.0) 0.0 (0.0–1.0) 0.439§

    Back, median (IQR)‡ 0.0 (0.0–0.0) 0.0 (0.0–0.0) 1.000§

   Assistant

    Front, median (IQR)‡ 0.0 (0.0–1.0) 0.0 (0.0–0.0) 0.380§

    Back, median (IQR)‡ 0.0 (0.0–0.0) 0.0 (0.0–0.0) 0.714§

Secondary outcomes

Intubator VL- CL score, no. (%)

  Grade 1 19 (52.8%) 20 (55.6%) 0.753¶

  Grade 2a 8 (22.2%) 10 (27.8%)

  Grade 2b 8 (22.2%) 6 (16.7%)

  Grade 3 1 (2.8%) 0

  Grade 4 0 0

Assessor VL- CL score, no. (%)

  Grade 1 17 (47.2%) 21 (58.3%) 0.273¶

  Grade 2a 16 (44.4%) 13 (36.1%)

  Grade 2b 3 (8.3%) 2 (5.6%)

  Grade 3 0 0

  Grade 4 0 0

Median intubation time, s (IQR) 35.5 (29.3–42.6) 42.5 (35.9–47.6) <0.001§

Intubation attempts, no. (%)

  1 36 (100%) 34 (94.4%)

  2 0 2 (5.6%)

Room contamination radius, m (±SD) 1.62 (±0.59) 1.10 (±0.49) <0.001**

Kruskal- Wallis analyses of the difference in video laryngoscope Cormack- Lehane (VL- CL) score between the Assessor and the Intubators yielded no significant difference for both 
with and without the intubation box (p=0.157 and p=0.135, respectively).
*Having at least one body region contaminated.
†Analysis performed with McNemar test.
‡Out of a total number of 15 body regions for the front and 15 body regions for the back.
§Analysis performed with Wilcoxon signed rank test (data not normally distributed).
¶Analysis performed with McNemar- Bowker test (for VL- CL Grade 1, 2a and 2b).
**Analysis performed with paired t test (data normally distributed).
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the time to successful intubation and the number of intubation 
attempts. The trainees in our study took longer to intubate when 
using the aerosol box. This finding is similar to Begley et al’s22 
study that compared intubation time between no aerosol box and 
two different aerosol box designs. Handling equipment within 
the confines of a small box poses a challenge particularly in a 
difficult airway situation or when adjunct devices are used. In 
our study, we did not simulate a difficult airway with the airway 
manikin and the majority of the trainees achieved Cormack- 
Lehane grade 1. In Begley et al’s22 study, their airway manikin’s 
tongue was inflated to simulate Cormack- Lehane grade 2A and 
all their anaesthetists elected to use bougie on the first attempt. 
They found longer intubation time and higher unsuccessful intu-
bation rate as compared with our study findings. Differences in 
the box design between our study and Begley et al’s study may 
have also accounted for the differences of results.

Although visibility during performing the procedure was rated 
to be better by the majority of our trainees when intubating 
without the aerosol box, there was no significant difference in 
VL- CL score by the intubators between using and not using the 
aerosol box and also between the intubators and assessor. This 
may be because of the use of a video laryngoscope with a camera 
view monitor placed at the side of the bed (and outside of the 
aerosol box). The results may be different if a video laryngo-
scope with a handle- mounted display was used.

Our study had several limitations. Even though the Glo Germ 
solution has particle sizes of 1–5 µm and has been used in a 
previous study as surrogate airway droplet and aerosol contam-
inants,15 it may not accurately represent airborne virus spread 

Figure 3 Frequency of contamination based on body regions of intubators (A) pre- doffing and (B) post- doffing of PPE. McNemar test: **p<0.005, 
*p<0.05.

Table 3 Participants’ subjective rating of their experience in 
performing intubation with versus without aerosol box

Without 
aerosol box
N=36

With aerosol 
box
N=36 P value*

As intubator, no. (%)

  Handling—easy and very easy 30 (83.3%) 25 (69.4%) 0.267

  Visibility—good and very good 29 (80.6%) 21 (58.3%) 0.021

  Confidence—confident and very 
confident

31 (86.1%) 25 (69.4%) 0.074

  Movement—little and no limitation 31 (86.1%) 14 (38.9%) <0.001

  Perception of exposure risk—high 
and very high

25 (69.4%) 5 (13.9%) <0.001

As assistant, no. (%)   

  Handling—easy and very easy 32 (88.9%) 28 (77.8%) 0.219

  Visibility—good and very good 30 (83.3%) 22 (61.1%) 0.008

  Confidence—confident and very 
confident

31 (86.1%) 27 (75.0%) 0.289

  Movement—little and no limitation 29 (80.6%) 16 (44.4%) 0.002

  Perception of exposure risk—high 
and very high

25 (69.4%) 2 (5.6%) <0.001

Five- point Likert scale rating: handling of equipment (very difficult to very easy), 
visibility during performing the procedure (very poor to very good), confidence 
in achieving successful intubation (not confident to very confident), degree of 
movement (very limited to no limitation) and perception of risk of exposure to 
contamination (very low to very high).
*McNemar- Bowker test.
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such as the SARS- CoV-2. It was also not possible to blind the 
participants to the trajectory of aerosols from the nebuliser 
chamber. However, Glo Germ is visible only under UVA light in 
darkened room. To minimise bias, study investigators involved 
in measuring the contaminations were blinded to the interven-
tion assignment. This was a manikin- based simulation study 
and involved only few intubation steps. This allowed us to stan-
dardise the assessment, but it could only represent a real airway 
management scenario to a limited extent.

In conclusion, the use of an aerosol box significantly reduced 
contaminations on the PPE of healthcare workers involved in 
the intubation procedure. However, this was at the expense of 
increased intubation time and reduced operator’s movement and 
visibility. Furthermore, the difference in degree of contamina-
tion between the use of an aerosol box and no aerosol box could 
be offset by proper doffing of PPE. Clinicians should make deci-
sions on whether to use the aerosol box with caution, balancing 
between risks and benefits, particularly in difficult airway 
situations. Strict adherence to proper donning and doffing of 
PPE and good hand hygiene should remain the emphasis when 
performing aerosol generating procedures.
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Table 1. Frequency and percentage of intubators by number of contaminated body regions with 

and without aerosol box. 

 PRE-DOFFING POST-DOFFING 

Number of     

body regions 

contaminated 

Without aerosol box  

(N = 36) 

With aerosol box  

(N = 36) 

Without aerosol box  

(N = 36) 

With aerosol box  

(N = 36) 

Frequency % Frequency % Frequency % Frequency % 

0 0 0.0 0 0.0 23 63.9 20 55.6 

1     6 16.7 6 16.7 

2     4 11.1 3 8.3 

3       2 5.6 

4     1 2.8 2 5.6 

5     1 2.8 1 2.8 

6       1 2.8 

7     1 2.8 1 2.8 

8   1 2.8     

9   1 2.8     

10   2 5.6     

11   4 11.1     

12         

13 1 2.8 6 16.7     

14   2 5.6     

15 1 2.8 2 5.6     

16 1 2.8 5 13.9     

17   3 8.3     

18   2 5.6     

19   2 5.6     

20   2 5.6     

21 1 2.8 1 2.8     

22 1 2.8 1 2.8     

23 3 8.3       

24 1 2.8       

25 7 19.4       

26 5 13.9       

27 3 8.3 1 2.8     

28 6 16.7 1 2.8     

29 2 5.6       

30 4 11.1       
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Table 2. Frequency and percentage of assistants by number of contaminated body regions with 

and without aerosol box. 

 PRE-DOFFING POST-DOFFING 

Number of     

body regions 

contaminated 

Without aerosol box  

(N = 36) 

With aerosol box  

(N = 36) 

Without aerosol box  

(N = 36) 

With aerosol box  

(N = 36) 

Frequency % Frequency % Frequency % Frequency % 

0 0 0.0 0 0.0 25 69.4 27 75.0 

1     3 8.3 3 8.3 

2 1 2.8 1 2.8 3 8.3 3 8.3 

3     2 5.6 1 2.8 

4   1 2.8 2 5.6 1 2.8 

5 1 2.8 1 2.8 1 2.8 1 2.8 

6   2 5.6     

7   2 5.6     

8   4 11.1     

9 1 2.8       

10 2 5.6 3 8.3     

11   1 2.8     

12 1 2.8 3      

13   2 5.6     

14 1 2.8 6      

15 1 2.8 2 5.6     

16 3 8.3 3      

17   1 2.8     

18         

19 1 2.8       

20 4 11.1 1 2.8     

21 3 8.3 1 2.8     

22   2 5.6     

23 2 5.6       

24 2 5.6       

25 1 2.8       

26 5 13.9       

27 1 2.8       

28         

29 3 8.3       

30 3 8.3       
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Table 3. Correlation with contamination. 

 Without aerosol box  With aerosol box 

 

Correlation 

coefficient, r 
p value 

Correlation 

coefficient, r 
p value 

Agea 0.007 0.969 -0.140 0.415 

Genderc -0.026 0.878 -0.020 0.906 

Heightb 0.127  0.461 -0.095 0.583 

Weightb 0.100 0.562 0.164 0.339 

Body surface areab 0.106 0.540 0.141 0.413 

Dominant handc 0.109 0.527 0.075 0.662 

Years in EDb -0.207 0.227 -0.034 0.844 

Postgraduate training levela -0.158 0.357 -0.008 0.961 

Intubation timea 0.040 0.816 0.223 0.192 

aAge, intubation time (data not normally distributed) and postgraduate training level (ordinal data) 

were analysed using Spearman’s correlation.  
bHeight, weight, body surface area and years in emergency department (ED) (data normally 

distributed) were analysed with Pearson correlation. 
cGender and dominant hand data were analysed using point-biserial correlation. 
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